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Abstract 

Noise  amplitude  spectra  for  the  signal  from  an  inductively  coupled  plasma-mass  spectrometer 
(ICP-MS)  were  measured  and  compared  with  those  obtained  with  inductively  coupled  plasma-atomic 
emission  speeffometry  (ICP-AES).  For  the  ICP-MS,  white  noise  was  dominant  in  background  spectra 
An  audio-frequency  noise  peak  at  200-350  Hz  was  observed  and  behaved  much  like  the  one  noted  earlier 
in  ICP-AES.  Unlike  in  ICP-AES,  however,  the  frequency  at  which  this  noise  peak  occurs  is  dependent 
upon  the  sampling  depth  in  the  plasma. 
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1.  INTRODUCTION 

The  reduction  of  noise  is  central  in  any  attempt  to  optimize  an  analytical  measurement.  In 
turn,  noise  reduction  is  aided  by  a  knowledge  of  the  origin  of  the  noise  and  its  frequency  characteristics 
(spectra).  For  inductively  coupled  plasma  atomic  emission  spectrometry  (ICP-AES),  noise  spectra 
have  been  collected  and  the  dominant  noise  sources  identified  as  either  fundamental  to  the  signal  itself 
(ie.,  shot  noise),  or  as  arising  from  sources  involved  in  the  atomization/excitation  or  gas-flow 
processes  (ie.,  excess  (Vf),  interference,  and  audio-frequency  (AF)  noise)  [1-6].  While  the  origin  of 
shot,  excess,  and  interference  noise  are  all  relatively  well  understood,  the  phenomenon  which  gives  ri.se 
to  the  AF  noise  remains  an  area  of  active  controversy.  This  noise  has  been  postulated  to  arise  from 
resonances  in  the  ICP  torch  [1],  from  the  rotation  of  an  asymmetric  plasma  [2-4],  or  from  vonices 
induced  in  the  discharge  as  the  support  gas  passes  from  the  torch  [5,6], 

Inductively  coupled  plasma  mass-spectromeuy  (ICP-MS)  has  received  a  great  deal  of  attention 
in  recent  years  as  a  method  for  sensitive  and  selective  elemental  determinations.  Despite  the  increasing 
number  of  reports  describing  the  analytical  utility  of  this  insumment,  relatively  little  attention  has 
focused  on  identifying  and  understanding  the  noise  sources  that  affect  it.  This  paper  will,  for  the  first 
time,  present  noise  spectra  from  an  ICP-MS  instrument.  The  similarity  and  differences  between  the 
noise  spectra  for  ICP-MS  and  ICP-AES  instruments  will  be  highlighted.  Additionally,  the  analytical 
implications  of  these  results  will  be  discussed  in  the  context  of  proposed  applications  for  this 
instrumentation. 

2.  EXPERIMENTAL 

2.1.  Instrument  Description 

The  ICP-MS  used  in  this  study  has  been  described  previously  [7].  Briefly,  a  generator  (Plasma- 
Therm  Model  HFP-25()0F,  2.5  kW,  27.12  MHz)  and  impedance-matching  network  were  used  to  sustain 
the  ICP.  With  this  insumment,  the  top  turn  of  the  load  coil  was  grounded  to  minimize  the  secondary 
discharge  in  the  first-stage  vacuum  region  of  the  mass-specffometcr  interface.  A  glass  concentric 
nebulizer  and  water-cooled  Scott  double-pass  spray  chamber  were  used  for  sample  introduction.  Inner 
and  outer  gas  flows  were  stabilized  with  mass-flow  controllers  (Tylan  Corp.).  The  discharge  was 
sustained  in  a  MAK  torch  [8]  under  the  conditions  listed  in  Table  1 .  Mass  selection  was  performed 
with  a  quadrupolc  mass  spectrometer  tCaJzcrs  Model  OMG  511)  with  a  nominal  mass  range  of  1  to  51 1 
daitons  and  unit  mass  re.solution.  Detection  of  the  ion  current  was  accomplished  with  a  discrcte-dynode 
secondary  electron  multiplier  (SEM,  Balzers  Model  SEV217).  Although  this  insuaiment  is  capable  of 
operating  in  either  an  lon-counUng  or  ion-current  monitoring  detection  mode,  the  work  reported  here 
was  entirely  performed  in  the  ion-current  monitoring  mode. 


Under  ihe  operating  conditions  listed  in  Table  1,  the  tip  of  the  initial  radiation  zone  (IRZ)  [91 
was  located  at  10  mm  above  the  load  coil  (ALC),  as  determined  when  sodium  was  aspirated  into  the 
discharge.  In  normal  operation,  the  plasma  ions  were  sampled  just  above  the  tip  of  the  IRZ. 

The  current  from  the  SEM  anode  was  passed  directly  to  a  current  amplifier  (Keithley  Model 
427),  and  then  through  high-  and  low-  pass  filters  (Krohn-Hite  Model  3342,  -48  dB/octave  roll-off)  to 
eliminate  aliasing.  When  AF  noise  spectra  were  acquired  (0-500  Hz  and  0-1000  Hz  frequency  range), 
the  high-pass  filter  was  set  at  0.1  Hz  and  the  low-pass  filter  set  at  500  Hz  and  1000  Hz,  respectively. 
When  low  frequency  spectra  (0-10  Hz)  were  acquired,  the  high  pa.ss  filter  was  bypassed  and  the  low  pass 
filter  set  to  10  Hz.  To  permit  maximum  amplification  of  the  signal  noise  before  digitization,  the  DC 
component  of  the  signal  was  suppressed  with  the  current  a.mplifier. 

2.2.  Calculation  of  Noise  Amplitude  Spectra 

A  Lab  Master  data  acquisition  board  (Scientific  Solutions)  was  used  to  digitize  the  analog 
signal  for  use  by  an  IBM- AT  compatible  micro-computer  (LECO  386).  This  interface  contains  a  1 2- 
bit  A/D  ':-onvcrtcr  which  was  configured  to  accept  input  signals  between  -10  and  -t-10  V.  A  FORTRAN 
program  controlled  data  acquisition  and  calculation  of  the  noise  spectrum.  Typically,  1024  data  points 
were  acquired  in  each  data  set,  resulting  in  a  noise  spectrum  containing  512  points.  The  mean  value  of 
each  data  set  was  subtracted  from  each  point  in  the  set  to  suppress  any  residual  DC  component  of  the 
signal.  Noise  amplitude  spectra  were  calculated  by  Fourier  transformation  of  each  data  set,  taking  the 
sum  of  the  square  of  the  real  and  imaginary  components  of  the  transformed  data,  and  signal  averaging  in 
the  frequency  domain.  The  square  root  of  the  averaged  spectrum  was  divided  by  the  current-to-voltagc 
gain  of  the  detection  e'cctronics  and  multiplied  by  an  empirically  determined  conversion  factor  to  obtain 
noise  spectra  directly  in  units  of  SEM  anode  current.  Consequently,  all  amplitude  spectra  reported  here 
are  presented  on  absolute  vertical  axes  which  can  be  unequivocally  compared. 

2.3.  Reagents 

Yttrium  and  molybdenum  standard  solutions  (1000  ng  ml'*)  were  purchased  from  Aldrich 
Chemical  Company.  These  standards  were  diluted  with  0.01  M  nitric  acid  (analytical  grade, 
Mallinckrodt,  Inc.)  to  prepare  solutions  of  the  appropriate  analyte  concentration,  and  then  stored  in  pre- 
cleancd  polypropylene  containers  (Nalgcnc). 

2.4.  Procedures 

The  ICP-MS  instrument  was  turned  on  and  allowed  to  equilibrate  for  at  least  two  hours  prior 
to  the  determination  of  noise  spectra.  Just  before  signal  acquisition,  the  ion-optic  voltages  were 
adjusted  to  maximize  the  ion  current  of  Under  standard  operating  conditions,  an  average  current 
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of  32-35  nA  was  observed  for  100  ng  ml'*  yttrium.  Average  background  currents  at  a  of  89 
typically  ranged  from  5  to  10  pA.  As  plasma  parameters  were  changed  during  the  course  of  these 
experiments,  only  the  ion-optic  bias  potential  (71  was  adjusted  to  reoptimize  the  ion  current. 


3.  RESULTS  AND  DISCUSSION 

3.1.  General  Features  of  Noise  Spectra 

Several  concentrations  of  ®7y+  were  introduced  into  the  instrument  and  noise  spectra 
measured.  These  data  are  shown  in  Fig.  1.  At  high  analyte  concentrations,  an  AF  noise  peak  at  266 
Hz  is  observed.  As  the  analyte  concentration  is  lowered,  this  AF  noise  peak  also  decreases.  It  is  clear 
from  Fig.  1  that  the  background  noise  of  the  ICP-MS  is  random  and  that  white  noise  is  dominant. 
When  the  frequency  range  of  the  noise  spectra  were  extended  to  5  kHz.  no  significant  noise  components 
were  observed  above  500  Hz.  Overall,  these  traces  .show  the  same  general  features  as  found  previously 
in  ICP-AES  noi.se  spectra  11-6). 

3.2.  Low-Frequency  Noise  Spectra  (0-10  Hz) 

Recent  work  by  Hobbs  et  al.  [10]  demonstrates  conclusively  that  most  of  the  signal  excess 
noise  in  ICP-AES  is  associated  with  the  ncbulization  and  vaporization  processes  and  is  not  related  to 
molecular  fragmentation  or  atomic  excitation.  It  is  not  unreasonable  to  assume  that  the  noise  in  this 
spectral  region  would  be  similar  in  ICP-AES  and  ICP-MS  instruments. 

Figure  2  shows  the  noise  amplitude  spectra  obtained  over  a  frequency  range  from  0-10  Hz.  A 
low-frequency  noise  peak  at  1 .9  Hz  has  been  traced  to  pulsations  induced  by  individual  rollers  on  the 
peristaltic  pump  used  for  sample  introduction.  Harmonics  of  this  noise  peak  are  apparent  at  3.8.  5.7, 
and  7.6  Hz.  Also,  a  small  noise  band  is  observed  at  0.19  Hz.  This  frequency  corre.sponds  to  one 
complete  revolution  of  the  roller  wheel  on  the  pump  (10  rollers  total).  This  0.19  Hz  signal  appears  as 
sidebands  on  the  noise  peaks  that  are  associated  with  individual  rollers. 

A  more  fundamental  question  which  must  be  asked  is  how  the  signal  is  modulated.  Figures 
2a  and  b  display  the  noise  speefra  for  and  respectively.  Both  of  these  species  should 

indicate  directly  any  noise  introduced  by  the  peristaltic  pump.  Figure  2c  shows  the  noise  spectrum  for 
^®Ar2^.  This  species  would  not  be  modulated  directly  by  the  pump,  but  instead  reflect  any  change  in 
p]a.sma  energy  conditions.  Surprisingly,  the  noise  amplitude  for  all  three  spectra  remain  a  relatively 
constant  fraction  of  the  SEM  DC  current,  implying  the  noise  peaks  arc  more  the  result  of  a  modulation 
of  plasma  excitation/ionization  conditions  al  the  sampling  orifice,  than  a  modulation  of  analyte 
inuoduction  into  the  di.scharge.  The  likely  cause  for  this  energy  modulation  is  a  pulsation  in  the 
aqueous  aero.sol  introduction,  and  hence  plasma  solvent  loading.  The  plasma  sampling  conditions  used 
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in  this  study  should  be  very  sensitive  to  this  source  of  noise  since  the  discharge  is  being  sampled  just 
above  the  tip  of  the  IRZ  [11],  By  sampling  in  a  different  location  in  the  discharge,  it  may  be  possible 
to  minimize  this  noise.  However,  an  even  more  direct  solution  would  be  to  remove  the  source  of  the 
pulsations.  When  the  peristaltic  pump  is  turned  off  and  the  sample  introduced  into  the  ICP  by  simple 
asoiration,  the  low-frequency  noise  peaks  attributed  to  the  pump  disappear  completely  (Fig.  2d). 

3.3.  Audio-Frequency  Noise  Spectra 

AF  noise,  which  was  observed  at  266  Hz  under  standard  operating  conditions  (see  Fig.  1 ),  was 
monitored  as  plasma  conditions  were  altered.  As  shown  in  Fig.  3,  this  noise  peak  shifted  to  higher 
frequencies  as  the  RF  power  and  the  outer-gas  flow  rate  were  raised.  However,  the  peak  frequency  docs 
not  change  appreciably  if  the  inner-gas  flow  rate  is  varied.  These  results  arc  nearly  identical  to  those 
obtained  previously  with  ICP- AES  instruments  [1-6).  It  can  therefore  be  surmised  that  the  origin  of 
the  AF  noise  is  common  to  both  types  of  instruments. 

Several  researchers  have  proposed  explanations  for  the  origin  of  the  AF  noise  peak  in  ICP- 
AES.  Walden  ei  al.  [  1 1  hypothesized  that  re.sonant  frequencies  in  the  torch  ultimately  give  rise  to  this 
phenomenon.  However,  the  critical  dimension  of  the  torch  used  in  this  experiment  would  produce  a 
frequency  much  higher  than  the  observed  AF  signal  [1].  Clearly,  since  the  AF  noise  of  the  ICP  is 
lower  than  that  of  "singing"  flames,  the  ICP  torch  is  too  short  to  directly  generate  this  frequency. 
Bclchambcr  and  Horlick  [2]  ob.scrvcd  the  AF  noise  simultaneously  with  two  monochromators  at  right 
angles  and  found  that  the  digitized  signals  were  90  degrees  out  of  phase  with  each  other.  Ba.sed  on  these 
observations,  they  proposed  that  AF  noise  was  caused  by  an  asymmeuical  rotation  of  the  plasma. 
Following  up  on  this  work,  Davies  and  Snook  [3.4]  constructed  a  laminar-flow  torch  with  the 
intention  of  eliminating  this  "rotation"  noise.  Although  the  laminar-flow  torch  indeed  diminished  the 
noise  somewhat,  an  extended  outer  tube  on  the  torch  was  necessary  to  remove  it  completely. 

High-speed  photographs  of  an  ICP  presented  by  Winge  [5]  and  Furuta  [6]  suggest  that  vertical 
pulsations  in  the  plasma  could  account  for  the  AF  noise  peak.  When  the  outer  tube  of  the  torch  was 
extended  beyond  the  region  of  observation,  the  pulsations  were  visibly  reduced,  in  good  agreement  with 
the  observation  of  Belchamber  and  Horlick  [2].  Winge  et  al.  [5]  has  attributed  the  plasma  movement  to 
vortex  formation  in  the  flowing  gases. 

Noise  amplitude  spccua  were  acquired  al  different  sampling  depths  in  the  plasma  and  are 
shown  in  Fig.  4.  When  the  ICP  was  .sampled  inside  the  IRZ,  the  AF  noise  peak  was  not  observed 
(Fig.  4a)  or  was  extremely  weak  (Fig.  4b).  Exec.ss  noise  clearly  dominates  the  noise  .spectrum  in  this 
lower  region  of  the  plasma.  One  explanation  for  this  ob.scrvalion  is  that  the  obscrvcti  '/f  noise  is 
a.s.s(x;iatcil  with  sample  (Ic.solvtiiion  and  vaporization  which  (xcur  in  the  initial  radiation  zone  1 1 1 1.  The 
experiments  conducted  by  Hobbs  et  al.  [10)  do  not  rule  out  this  possibility.  Furthermore,  this 
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hypothesis  is  consistent  with  the  observation  that  different  nebulizers  produce  different  excess  noise 
spectra  [2];  unmatched  nebulizers  would  probably  produce  different  aerosol  size  distributions. 

As  the  sampling  position  is  moved  through  the  tip  of  the  IRZ  (Fig.  4c),  an  AF  noise  peak 
suddenly  appears  in  the  noi.se  spectrum.  Interestingly,  as  the  sampling  position  is  moved  higher  in  the 
discharge  (Figs.  4d  and  4e),  the  AF  noise  shifts  to  lower  frequency.  This  frequency  shift  is  not 
observed  in  ICP- AES  [4-6]  and  its  basis  is  not  yet  clear.  However,  one  possible  explanation  is  that  the 
presence  of  the  sampling  cone  disturbs  the  gas  flows  which  ultimately  give  rise  to  the  vortex. 

At  a  fixed  sampling  depth  of  10  mm  ALC,  noise  spectra  were  collected  at  several  different 
radial  positions  for  89y+  and  ^®Ar2’^-  The  noise  spectra  for  *0Ar2'''  shown  in  Fig.  5.  From  a 
close  scrutiny  of  this  data,  it  is  clear  that  the  266  Hz  noise  peak  does  not  shift  appreciably  in  frequency 
with  radial  distance.  The  same  behavior  was  exhibited  by  ig  ajgp  observed  in  ICP-AES 

noise  spectra  [6].  Surprisingly,  harmonics  of  the  fundamental  266  Hz  AF  noise  peak  were  observed 
when  ®®Ar2'^  was  monitored  at  a  radial  position  6  mm  from  the  cenual  axis  of  the  discharge  (Fig.  5d). 
This  position  corresponds  with  the  boundary  of  the  observed  discharge.  At  all  other  sampling 
posiuons,  these  harmonics  wore  strongly  attenuated.  This  behavior  provides  strong  supporting 
evidence  that  turbulence  (vortices)  arc  produced  in  this  boundary  region. 

4.  CONCLUSION 

From  the  noise  spectra  presented  here,  several  observations  can  be  made.  The  signal  variation 
associated  with  this  ICP-MS  instrument  is  dominated  by  noise  produced  by  the  inductively  coupled 
plasma  ion  source.  Clearly,  the  background  signal  of  Fig.  le  contains  mostly  white  noise.  Relatively 
low  frequency  interference  noise  (0-10  Hz)  is  primarily  the  result  of  pulsations  introduced  by  the 
peristaltic  pump.  An  AF  noise  peak  (200-350  Hz)  similar  to  that  noted  in  ICP-AES  noise  spectra  was 
also  seen  with  the  ICP-MS  instrument.  However,  two  significant  differences  were  noted  between  the 
ICP-MS  and  ICP-AES  noise  spectra: 

1.  With  ICP-MS,  the  AF  noise  peak  shifts  to  lower  frequency  as  the  sampling  position  is 
moved  higher  in  the  plasma. 

2.  At  the  boundary  region  of  the  argon  plasma,  strong  harmonics  of  the  AF  noise  are  observed. 

Bccau.se  the  AF  noise  peak  constitutes  a  large  portion  of  the  total  noise  under  typical 
oix-'ratmg  conditions,  it  can  have  a  significant  effect  on  the  analytical  signal.  The  verv  nature  of  the 
quadrupolc  mass  analyzer  encourages  rapid  ma.ss  .scans  and  [xak  hopping.  When  the  signal  of  interest 
is  observed  on  the  same  time  scale  as  the  interfering  noise  (4  ms  for  the  AF  noise  reported  here),  it 
would  be  affected  significantly  by  the  noise.  To  overcome  this  problem,  the  signal  ob.scrvation  time 
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should  be  set  long  enough  to  average  the  AF  noise,  or  short  enough,  ca.  0,5  ms,  to  minimize  the 
interference. 
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Table  1.  Standard  Conditions  for  ICP-MS  Instrument 

RF- fKiwer  1.25  kW 

MAK  ICP  torch 
outer-gas  How  rate 
intcrmcdiatc-ga.s  flow  rate 
inner-gas  flow  rate 

Water-cooled  spray  chamber 

Cilass  concentric  nebulizer  (Meinhard  type) 
stimple  uptake  rate  (using  a  pen  .taltic  pump)  0.56  ml.  mm 


10.0  L  mm  ' 
1 .0  1.  min'  ’ 

1 .0  L  mm  ' 


Plasma  sampling  depth  (unless  otherwise  specified) 


10  mm  ALC 


FIGURE  CAPTIONS 


Fig.  1  Noise  ampliiude  spectra  of  obtained  using  different  analyte  concentrations;  (a)  5(X)  ng 
ml  ancxle  current  170  nA;  (b)  100  ng  ml  ’,  anode  current  34  nA;  (c)  50  ng  ml  anode 
current  17.5  nA;  (d)  10  ng  ml'*,  anode  current  3.8  nA;  (c)  5  ng  ml"’,  anode  current  1.8  nA. 
Ions  extracted  just  above  ihe  tip  of  the  IRZ  under  conditions  listed  in  Table  1 . 

Fig.  ?.  No'-e  amplitude  spectra  over  the  frequency  range  0-10  Hz  obtained  with  the  use  of  a  peristaltic 
pump:  (a)  (100  ng  ml  ’),  anode  current  34  nA;  (b)  (100  ng  ml  ’),  anixlc  current 

8  nA;  tc)  ’^’’Ar2'^,  anode  current  165  nA;  (d)  (100  ng  ml  ’),  anode  current  36  nA, 

obtained  without  using  a  peristaltic  pump  (sample  aspirated  naturally). 

Fig.  3  llie  audio- frequency  noi.sc  peak  position  of  as  a  function  of  (a)  RF  power;  (h)  outcr-ga.s 
How  rate;  (c)  inner-gas  flow  rate. 

Fig.  4  Noi.sc  amplitude  .s[x:ctra  of  ^^Y"^  obtained  at  different  sampling  depths:  (a)  7  mm  above  the 
load  coil  (AL.C),  anode  current  5  nA;  (b)  8.5  mm  ALC,  anode  current  24  nA;  (c)  10  mm 
ALC,  anode  current  35  nA;  (d)  13  mm  ALC,  anode  current  7.5  nA;  (c)  16  mm  ALC,  anode 
current  0.6  nA;  (0  19  mm  ALC,  anode  current  0.05  nA.  Note  diffc  ent  anode  current  .scale  on 
(e)  and  (H. 

Fig.  5  Noise  amplitude  spccU'a  of  *’’Ar2'*' obtained  at  different  radial  positions:  (a)  on  axis,  anode 

current  170  nA;  (b)  2  mm  off-axis,  anode  current  18  nA;  (c)  4  mm  off-axis,  anode  current  6.2 
nA;  td)  6  mm  off-axis,  anode  current  32  nA;  (e)  8  mm  off-axis,  anode  current  2,5  nA.  Note 
difference  in  frequency  axis  for  spectra  (d)  and  (c). 
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